The purpose of this study was to compare the dose-volume statistics of stereotactic body radiotherapy (SBRT) for lung cancer between planning target volume (PTV): D95 and gross tumor volume (GTV): D99 dose prescriptions using Monte Carlo (MC) calculation. Plans for 183 patients treated between October 2010 and April 2013 were generated based on four-dimensional (4D) computed tomography (CT) under free breathing. A uniform margin of 8 mm was added to the internal target volume (ITV) to generate PTV. A leaf margin of 2 mm was added to the PTV. The plans were calculated with two different dose prescription methods: 40 Gy to cover 95% of the PTV (PTV prescription) and 44 Gy to cover 99% of the GTV (GTV prescription). A 6-MV photon beam was used. A dose-volume histogram (DVH) analysis was performed for dose to the GTV using PTV and GTV dose prescriptions. For each treatment plan, we evaluated the minimum dose to 99% of the GTV (D99). The D99 of GTV was 44.5 ± 1.9 Gy and 44.0 ± 0.0 Gy for PTV and GTV prescriptions, respectively. The dose to the GTV had wide variations with PTV prescription. We recommend that GTV based dose prescription should be used to standardize dose to the tumor and to achieve highly conformal dose distributions in SBRT for lung cancer.
Introduction
Stereotactic body radiation therapy (SBRT) plays an increasingly important role in non-surgical treatment of early-stage primary and secondary lung cancers. Multiple institutions published local control rates between 80% and 90% for a large range of treatment doses [1] [2] [3] [4] . Because these reports do not cover the results of inhomogeneity correction, the actual dose delivered to the tumor cannot be accurately determined. The influences of heterogeneity correction on dose distribution are reported to result in the larger dose differences for lung SBRT [5] [6] [7] . Dose prescription regarding lung SBRT treatment planning is a significant issue. The International Commission on Radiation Units and Measurements (ICRU) recommended methods of dose prescription have been changed from prescription at the isocenter point of the treatment plan (IC prescription) to prescription at the periphery of the planning target volume (PTV) (PTV prescription) [8] . As SBRT has been introduced by the national health insurance system in Japan since 2004, the number of institutions performing SBRT is increasing rapidly. According to Japan Clinical Oncology Group (JCOG) 0403 protocol, the dose prescription is defined as the point dose at the isocenter of the PTV with inhomogeneity correction, such as the Pencil Beam convolution with Batho power law and Clarkson with effective path length correction, but this prescription is not accurate for dose calculations of lung cancer [9] . Total dose of 48 Gy at isocenter is delivered with a daily dose of 12 Gy in 4 fractions within 2 weeks. PTV prescription was adopted in the JCOG 0702 phase I trial instead of the IC prescription adopted in the previous JCOG 0403 phase II trial. In JCOG 0702 protocol, the heterogeneity correction algorithm equivalent to superposition algorithms is required for dose calculation.
In our previous report, we used the iPlan RT Dose to evaluate the dosimetric impact of different dose calculation algorithms (n = 53). Prescribed dose was defined as 95% of the PTV, which should receive 100% of the dose (48 Gy/4 fractions) using Pencil Beam (PB) calculation. We recalculated dose distribution using MC calculation with same parameters (beam arrangement, leaf positions, isocenter position and monitor unit). Average doses to the D95 of the PTV and D99 of the GTV using the MC calculation plan were approximately 20% and 10% lower than those by the PB calculation plan, respectively [10] . The purpose of this study was to compare the dose to the target between PTV: D95 and GTV: D99 dose prescriptions using MC calculation. 
Methods and Materials

Patient Selection
Treatment Planning
As a routine procedure for the planning of stereotactic radiotherapy, 3D-CT scans were performed on a 4-slice Brightspeed QX/i scanner (GE Medical Systems, Waukesha, WI,USA) to acquire a whole chest image series under free breathing using a motion suppression system, the "Air-bag System" (Niigata Mechatronics Co., Ltd., Niigata, Japan) [11] . The Air-bag System consists of a non-elastic air bag connected to a second smaller elastic air bag. The first air bag is placed between the patient's body surface and a HipFix device (CIVCO, USA) and secured by pressure adjustment via the elastic air bag. 4D-CT was performed to more accurately determine tumor shape, volume, and position at different phases of the breathing cycle. The CT images had a slice thickness of 2.5 mm with a gantry rotation time of 0.5 second. Each image was tagged with the corresponding phase of the respiratory cycle and then sent to the Advantage Workstation (General Electric Company, Waukesha, WI, USA) using the Advantage 4D-CT software. The 4D datasets were categorized into four phases of the respiratory cycle: 0%, 25%, 50%, and 75%, with 0% representing maximum inspiration. Image quality of the 4D-CT was sufficient for tumor evaluation in all patients. The visible tumor was delineated as the GTV in the CT pulmonary window of the 4D-CT images. No additional margin was added to GTV for generation of the clinical target volume (CTV). The internal target volume (ITV) was defined as the sum of the CTV positions in all respiratory phases. The PTV was generated by adding a uniform margin of 8 mm to the ITV to account for setup uncertainties and mechanical accuracy. The treatment fields were conformed around the PTV. A leaf margin of 2 mm was added to the PTV, and the isocenter was positioned in the center of the PTV. Beam arrangement used non-coplanar and non-opposing beams. The irradiated lung volume was made as small as possible. The plans were calculated with an iPlan RT Dose, ver 4.1.2 (Brainlab, Munich, Germany) using MC calculation. The iPlan RT dose treatment planning system has an X-ray Voxel Monte Carlo (XVMC) dose calculation engine. XVMC has three main stages for the calculation. The first component of the algorithm is a virtual energy fluence model which is used for the modeling of the upper part of the linac treatment head. The second component of the algorithm models the beam collimating system. The third component of the algorithm computes the dose distribution inside the model of the patient. For the MC photon transport simulations, Compton interactions, pair production events and photoelectric absorptions are considered [12] [13] [14] [15] . The plans were calculated with two different dose prescription methods: 40 Gy (10 Gy × 4 fractions) to cover 95% of the PTV (PTV prescription) and 44 Gy (11 Gy × 4 fractions) to cover 99% of the GTV (GTV prescription). A 6-MV photon beam was used.
Plan Analyses
A dose-volume histogram (DVH) analysis was performed for dose to the GTV using PTV and GTV dose prescriptions. For each treatment plan, we evaluated the minimum dose to 99% of the GTV (D99). The analyzed data were displayed as mean ± standard deviation among 183 clinical plans.
Results
The dose distributions and DVH for PTV and GTV pre-
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H. MIURA ET AL. 16 scriptions are shown for three representative cases. Dose to the GTV was almost same using the two different dose prescriptions for the same patient (Figure 1) . Dose to the GTV with PTV prescription was about 9.4% lower than the prescribed dose (44 Gy) using the two different dose prescriptions for the same patient (Figure 2) . Dose to the GTV with PTV prescription was about 12.5% higher than the prescribed dose (44 Gy) using the two different dose prescriptions for the same patient (Figure 3) . Figure 4 shows the histogram of the dose to the GTV using PTV and GTV prescriptions. The D99 of GTV was 44.5 ± 1.9 Gy and 44.0 ± 0.0 Gy for PTV and GTV prescriptions, respectively. The dose to the GTV had wide variations with PTV prescription. 
Discussions
The results of the present study demonstrate the variations in the target dose distributions caused by different prescription modes. Large variations were observed between individual patients. Factors of potential influence on the dose coverage of the GTV are strongly dependent on the lung density [10] . Careful attention should be paid when applying MC calculation using PTV prescription, because dose to the GTV may vary by approximately 10%.
For GTV prescription, respiratory-induced tumor motion and tumor position error raise concern over a decrease between the planned and the delivered dose. Our previous study supported the clinical acceptability of treatment planning for breathing-induced tumor motion based on the dose prescription defined for the GTV. In addition, for most patients tumor motion can be suppressed to less than 5 mm using the Air-bag System [16] . Some patients have a larger tumor motion. Larger tumor motion results in an increased dose to the normal tissue,
OPEN ACCESS IJMPCERO
which increases the risk of normal tissue toxicity (V20), and in turn leads to a higher probability of radiation pneumonitis [17, 18] . Most lung cancer patients are old, and gate and synchronize techniques require a longer time for beam delivery, making it more difficult for patients as they must maintain normal breathing over the delivery time. We therefore selected the free-breathing technique using abdominal compression. Dose prescriptions defined to enclose the PTV often vary widely among institutions, ranging from 65% to 90% relative to the dose at the isocenter [19] [20] [21] . The dose to the GTV showed large variations when dose prescription was defined at PTV. In one study, the dose definition was reported as the PTV covering the 100% isodose line, with normalization to 150% at the isocenter by use of an inhomogeneity correction [22] . Target is surrounded by lung normal tissues and some of them are always included in PTV. As PTV is irradiated by higher dose, the lung normal tissues also receive higher dose which may lead to radiation pneumonitis [17, 18] and chest wall injuries such as radiation-induced rib fracture [23, 24] . Lower dose to the GTV may lead to a negative effect on tumor local control probability. We suggest that the target dose is more appropriately defined at the GTV than at the PTV, because dose to the GTV remains invariant under GTV dose prescription. For local tumor control, dose prescription defined at the GTV may offer advantages over prescriptions defined at the PTV and it may also be used for comparison and standardization of dose prescriptions among institutions. It is stated in ICRU-83 that concept of a PTV might be utilized in unconventional ways to ensure that the prescribed absorbed dose is delivered to the CTV [25] . In our clinic, dose prescription was defined as 99% of the GTV should be covered by 100% of the prescribed dose (D99 = 100%).
Conclusion
In conclusion, dose prescription can have significant impacts on dose distributions of SBRT for lung tumor. In particular, the application of MC calculation using PTV prescription can cause a variation in potential dose by approximately 10%. Based on the dose-volume statistics, we recommend that GTV based dose prescription should be used to standardize the dose to the tumor and to achieve highly conformal dose distributions in SBRT for lung cancer.
